**Skills Training and Evaluation**

(At the completion of training session, the trainee should be able to complete these tasks and successfully conduct HIV Antibody Testing)

<table>
<thead>
<tr>
<th>Met*</th>
<th>Unmet</th>
</tr>
</thead>
<tbody>
<tr>
<td>1. Describes purpose of test</td>
<td></td>
</tr>
<tr>
<td>2. Demonstrates hand hygiene protocol and wears gloves</td>
<td></td>
</tr>
<tr>
<td>3. Describes proper sample collection and application procedure</td>
<td></td>
</tr>
<tr>
<td>4. Disposes blood collection loops in a biohazard container</td>
<td></td>
</tr>
<tr>
<td>5. Observes that the test solutions turn pink after the addition of a blood sample</td>
<td></td>
</tr>
<tr>
<td>6. Properly handles the flat pad device and notes the presence of the absorbent packet</td>
<td></td>
</tr>
<tr>
<td>7. Inserts the flat pad of the device all the way into the vial containing the blood sample</td>
<td></td>
</tr>
<tr>
<td>8. Starts the timer and reads the results after 20 minutes but not more than 40 minutes</td>
<td></td>
</tr>
<tr>
<td>9. If internal control monitor results are as expected, records results in appropriate log or record</td>
<td></td>
</tr>
<tr>
<td>10. If internal control monitor results are not as expected, takes appropriate action (repeats using new kit; knows whom to notify)</td>
<td></td>
</tr>
<tr>
<td>11. Correctly interprets patient results and documents the results in the appropriate patient record or log</td>
<td></td>
</tr>
<tr>
<td>12. Describes process for confirmation of indeterminate and presumptive positive tests</td>
<td></td>
</tr>
</tbody>
</table>

**Learning Assessment/Test**

1. The appearance of a pink color in the Test Solution indicates that a blood sample was correctly mixed into the Solution.
   a) True
   b) False

2. The “Flat Pad” on the test device must not be touched prior to inserting it into the test vial.
   a) True
   b) False

3. External controls must be run:
   a) With each new operator
   b) When opening a new kit lot
   c) On a new shipment received
   d) All of the above

4. After inserting the Test Pad device into the vial, results should be read after 20 minutes but not more than 40 minutes.
   a) True
   b) False

5. A reddish-purple line must be present in the “C” triangle for any patient result to be valid.
   ![T F](T)   F

**SCORE:** _________________
(Passing = 80% or higher)

**Proficiency Test results:** _________________
Date: _______

**Quality Control Completed on** _________________

---

**Individual Information**

Name: ____________________________
Employee ID#: ______________________
Care Unit: ________________________
Date of Training: ___________________

**Training Status:**
- [ ] New/Initial
- [ ] Recertification

Trainer Signature
(Trainer signature indicates trainee has successfully completed the program and scored 80% or better on the quiz)

*Retain as part of permanent record*

---

* All skills parameters must be “met” in order to become an authorized user of this product.
Rapid HIV Test Answers

ANSWER KEY:

1. True
2. True
3. D
4. True
5. True